. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVIGES
Tty STATE PUBLIC HEALTH LABORATORY
i = Ry RECEIVED
‘}_%7.-' -} BREATH ALCOHOL PROGRAM By Carol Day al 12:55 pm, Jul 25, 2013
" DATAMASTER MAINTENANCE REPORT REPOAT #6

N

TR

[Eomp_lele Ihis raport at the time of the regular monthly preventive malntenance check (not to exceed 35 days).
Complete this report whenever the Inslrument is sarvicad or repairad and whensver il is placed info service.
Relain the eriginal and send a copy wilhin 15 days to the Brealh Afcohol Program, DHSS.

DATAMASTER SN MAME OF AGENCY DATE OF INSPECTION
204180 Cassville PD . 07/23/2013
LOCATION OF INSTRUMENT |STREET AND cny) . TiME OF INSPECTION
2920 North Shamrock Road, Jefferson City 13:06

CHECKLIST: Place a mark in the box by each item if found 1o be salistactory or If aperaling within established timits. (Write in observed values
where datarmined.) Unmarked tams must be corrected belore using instrumenl,

[Vl DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) ____ 07/23/2013 @ 13:06
¥ COMPUTER ' DETECTOR
PROGRAM FILTERS
v HEATERS SAMPLE CHAMBER L0 QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED i PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER __Guih Laboratories LOT# __ 11220  EXP DATE __ 10/24/2013

Vi SIMULATOR TEMP (34°C £ 0.2°C) . *3400°C _  quuiatoRsn _ _ DRS376  Exp pATE 041512014

fw] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run lhree tesls using a slandard solution. All three lasts must ba within 25% of the slandard valus and must have a spread of .005 or
loss. Mark the box corresponding to the standard solulion being usad. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0,085% AND 0.105% INCLUSIVE
[} 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[]0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST 1 & 101 TEST 2 & A01 TEST 3w 401

PERFORM R.FL TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [(0-.04) 0 {.05-.00) 0 {.10-.14) ] {15-.19) o IOVER 18 0

LIST ANY NEW PARTS AND DE SCRIBE ANY ALTERATION OR HODIFICATION THAT WAS MADE TO RESTORE THE INSTAUMENT TG OPERATE SATISFACTORILY ANC WITHIN ESTABLISHED LIWTS
{USE OTHER SIDE IF NECESSAAY).
Cleaned five-way valve sclenoid assembly and replaced solenold piston. Confirmed voltage measurements to efectronles where necessary.

INSPECTING OFFICER <0 o FERLEIE
SIGHATURE PRINT FULL HAME .
» d~. 7Yl Dewayne D. Carver

@5 A

TPE i PEPWIT RS e PTRATIGFTATY hi ' TELEPHONE NUMBER B
230 05/28/2015 (673) 751-4722
RETUARN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Health and Sanlor Services, Southeast District Office

2875 James Bivd.
Poptar Blutf, MO 83201

WO 5801460 (2 08) AN EQUAL OPPORTUNITYAF FIRMATIVE ACTION EMPLOYER LAD 116G
Sehvited rovinked o B nordscnmatety Ravs




GUTH LABORATORIES, INC.

540 NORTH 67th STREET & HARRISBURG, PA 17111- 4511 © TELEPHONE: 717-864-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 11220 of
Alcohol Reference Solution for Simulator were analyzed by .
gas chrbmatography on October 27, 2011, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to coniain
0.1205% (w/vol) ethyl alcohol. ‘The expiration date for this lot
number is October 24,2013 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

| analysis instrument reading of 0,100 g/210L +/- 3%,

.'The alcohol and ‘walter used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNIO2408-02 whose
values are traceable to NIST.

All balances are calibrated annualiy by an ouiside ageticy using NIST traceable weights.
Calibration verification is done prior to ¢ach use niilizing NIST traceable weighis,
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FACE THIS SIDE DOWN - THIS EDGE IN FIFISTl

BAC DataMaster
Evidence Ticket

MISSOURT ETATE HIGHWRY PATROL
ERC DHTHHHETER
HP/23-13

TESTING OFFICER:
CARVER TEWAYHE.Tr

OFFICER I.D.: 41
FERMIT HUMBER: 238181
EAFIRATION DATE: G@5/28<15

MISCELLAHEOUS TRTA:
18G YAPOR ACCURACY CHECK
GUTH LAER

f
1
1

SUPERVIZOR MODE —-—

BLANE

TEST L BEE
IMTERMAL = TAHDRRD YERIFIED
EXTERMAL STEHDSRT . LA
FLAMK TEST A
EXTERMAL STBHIARD 181
ELAMK TEZT g

STERMAL STAHDART 1E1
ELAMK TEST HEE
EH = 3

ZIM., = .t

fVE. = L 161

SERIAL MUMBER 284186

LOT 118z E <P 18242813

{21 RG
12:@a
12ray

Az ia

et
13:11
13011
153012

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

HISSOURT STRTE HIGHWAY PETROL

BAC DATRAMASTER ZERIAL HUMEER 284189

P 22413

ARPEXT TIME: Ga:aQ
SUEJECT MAME:
A
BT Gl 81-0]
ETATEZD.L.t WXow
HERESTIHEG OFFICER:
“
OFFICER 1.0.¢ ¥
TEETIHG OFFICER:
CARVER/DEWAYHE-TD
OFFICER I.D0.: C41
FERMIT HUMEER: 2241
EXPIRATION DATE: 65/28/15
MISCELLANEOUS DATFA:
EFI TEETY

SEHT M

—-—- BREATH AHALYSIZ —-—-

. BLAMK TEST » B
*1IHTERHHL =TAMBARRD VERIFIED
T EURJECT SAMPLE « G

RANID IMTERFEREHCE
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